[Suitability of resorbable sutures in the treatment of corneal wounds].
In a series of cataract operations with a corneal incision PDS 10-0 absorbable sutures were tested. In contrast to deeper PDS sutures, such as are used in corneoscleral incisions, the corneal sutures opened as early as between 13 and 30 days postoperatively in 5 out of 7 cases. Postoperative irritation was more severe and lasted longer than is usual when non absorbable sutures are used. This was probably caused by ends of the thread which had not yet been absorbed, resulting in a foreign body irritation of long duration. Altogether, absorbable PDS 10-0 sutures are only suitable for corneal wound closure to a limited extent.